
 

Corrigendum 

The competent authority has approved following changes in the technical 

specifications: 

Tender Clause Ref: Existing May be read as  

Section VII Point No. 2(a) UV-Vis detector should 
monitor at least three 
wavelengths in 200 – 750 nm 
range 

UV-Vis detector should 
monitor at least three 
wavelengths in 200 – 700 nm 
or more range 
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