
Corrigendum for Tender specifications for pH Meter (RCB/ATN/32/16-17)  

 

Subsequent to the pre-bid meeting discussions held on 28-02-2017, the following 

amendment in the tender specifications has been made: 

 

Point number 7 should be read as “pH meter display should be TFT or color 

graphic LCD”. 

 

All other specifications and terms & conditions remains the same. 


